
PTR Operating Conditions  

Bay Area Air Quality District Odor Allocation Project  

May 12‐20, 2021 Test Program 

 

The Proton Transfer Reaction Time of Flight Mass Spectrometer (Ionicon Model 6000/X3) was operated 

each day using the same set of operating conditions (Setting), denoted as “Odor” in this program.  

Screen shots presented here denote the initial day and final day of testing.  As can be seen here, the PTR 

instrument operating parameters and conditions are very similar each day, which demonstrates overall 

consistency of day to day operations and determinations of ambient sample concentrations.  

 

May 12, 2021 Initial Operating Parameters 
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TOF Lens Voltages and Settings 

 

 

 

 

 

 

 

 

 



 

 

 

Acquisition Settings 

 

 

 

 

 

Mass Axis Calibration 



 

 

 

Hex Settings 

 

 

 

 

Hydronium Ion Isotope (21.022 amu) Stability Check 

 

 

 

 

 

 

 

 



 

May 20, 2021 PTR Settings 

Final Operating Parameters   
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TOF Lens Voltages and Settings 
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Mass Axis Calibration Values 

 

 



 

Hex Settings 

 

 

Hydronium Isotope (21.022 amu)  Stability Check 


